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Laffoon, Susan 

Tuesday, November 20, 2001 4:01 PM 
Counts, Mary Ellen 

Made 2 changes to the pH Procedure - Attachment E 


I remove the reference to the pH meter / personal computer interface. We no longer have that, and data are manually 
recorded on data sheets. 

Also removed statement that all pH measurements are performed under controlled environmental conditions, and replaced 
with reference to the automatic temperature compensation function of the pH meter. 

With tracking on, you can see my changes on pages 7 & 8. 
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